The implants will be inserted subdermally.

Anaesthetize the insertion area.

Use the new disposable trocar.

Introduce the trocar just beneath the skin.

Advance to the ring mark, while “tenting”.

Remove the plunger and load the first implant.

Hold the plunger steady and pull the trocar to the mark near the tip.

Advance again to the mark forming a narrow V.

Remove the plunger and load the second implant.

Hold the plunger steady while pulling the trocar back.

After the insertion close the incision with a sterile skin closure.

Global HealthCare Programs
Family Planning

For more information, please see the full national prescribing information.

www.jadelle.com